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Standard Operating Procedure (SOP) 
This SOP should be consulted during all operations & maintenance of the equipment, however, does 
not replace the necessary training performed by authorized personnel prior to usage. 
 
Equipment Manufacturer: FLIR 
Model: TG297 
Process: Thermal photography 
Process comments:  

 

Typical Process Flow Chart: 

 

Important Reminders: 

Ø  

Press and hold the 
power button until 
the screen turns on

To take a picture, 
press and hold the 
button in the back 

of the handle

Turn it off by 
pressing and 

holding the power 
button


